
I TEST4-1

V SE2000
Envoronmental Logger

4/22/96 10:50

Unit# CHROME.L Test 4

Setups: INPUT 1 INPUT 2

_______ _____ _____
Type Level (F) Level (F)
Mode TOC TOC
I.D. PI P2

Reference 8.985 8.205
SG 1.000 1.000
Linearity 0.000 0.000
Scale factor 10.000 10.096
Offset 0.000 0.210
Delay mSEC 50.000 50.000

Stepl 4/19/1996 2:00:00 PM

Elapsed Time INPUT 1 INPUT 2
— — —

0.000 9.019 8.230
10.000 9.000 8.211
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Appendix D.
Non-CLP Ground Water Data.

Sample Number MW-31 MW-32 MW-33 MW-34
pH 6.68 6.96 6.64 6.74
Specific Conductance (umho/cm) 0.90 0.70 0.90 0.70
Temperature (° C) 10.40 9.10 8.10 10.00
Dissolved Oxygen (mg/1) 13.70 11.60 11.20 12.40
Turbidity (Ntu) 14 0 16 22
Alkalinity (mg/1 285 269 290 263
Total Hardness (mg/1) 380 332 362 325
TDS (mgd) 492 395 428 399
TSS (mg/1) 11 <10 26 12
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Amphenol Franklin Curtis RFl 
Inorganic Data Validation 

April 4 & 5,1996 Soil Samples

1. Introduction

This report summarizes the validation of 9 soil samples and one rinsate blank collected 
for the Amphenol Franklin Curtis RFI. The samples were analyzed by the Southwest 
Laboratory of Broken Arrow, OK for metals and cyanide (total and amenable). Data 
validation was performed according to the USEPA National Functional Guidelines for 
Inorganic Analysis (1994) and the Project QAPP.

2. Data Package Completeness

The data package was complete and legible. The laboratory did not analyze the field 
duplicate for MW-31 6.0-8.0 ft. All other analyses requested were completed by the 
laboratory.

3. Holding Times

All samples were analyzed within the required holding times.

4. Calibration Verification Results

All calibrations were acceptable. Initial calibration verifications (ICV) and continuing 
calibration verifications (CCV) were analyzed at the appropriate frequency and were 
within the 90%-l 10% control limit.

5. Field and Laboratory Blanks

The calibration and preparation blanks for the rinsate sample contained low levels of 
barium, beryllium, copper, selenium, and thallium at the MDL. The calibration and 
preparation blanks for the soil samples contained low levels of antimony, cadmium, and 
copper at the MDL. No qualification is required since the values were too low to affect 
the sample data. Blanks for cyanide were negative indicating lower absorbance than the 
first blank analyzed. This also would not affect the quality of the data. All other 
laboratory blanks contained no detectable contamination.
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The rinsate blank contained low levels of copper (22.1 ug/1) and zinc (28.7 ug/1). Metals 
at theses levels would not affect the soil data. No other elements were detected in the 
rinsate blank at the reporting limits..

6. ICP Interference Check Sample Results

ICP interference check samples were analyzed at the required frequency and the results 
were within 20% of the true value.

7. Laboratory Control Sample Results

Laboratory control samples were analyzed at the required frequency and were within the 
80%-120®/o control limit.

8. Laboratory and Field Duplicate Results

A field duplicate was designated on the chain of custody however the laboratory did not 
analyze the sample. The laboratory duplicate exceeded 30% RPD for the following 
parameters:

Element %RPD
Aluminum 76.9
Antimony 39.4
Barium 64.3
Cadmium 34.5
Chromium 57.8
Cobalt 63.4
Copper 98.9
Iron 104.4
Magnesium 77.7
Manganese 75.9
Nickel 46.4
Vanadium 40.9
Zinc 84.6
Cyanide 84.6

Due to the absence of a field duplicate analysis and the poor precision encountered with 
this sample, the results for the above metals are qualified as estimated (J) in all samples .

EARTH
ams4m.doc

TECH

Formerly U’\X' Engineering & Science



’ ■

Duplicate precision for amenable cyanide on MW-31 6.0-8.0 ft was 200%. This was 
based on one BDL result (0.5 mg/kg) and the other at 0.74 mg/kg. This result was not 
qualified due to the proximity to the LOD.

9. Matrix Spike Recovery Results

MS/MSD samples were not designated on the chain of custody. The laboratory did not 
perform a MS/MSD analysis.

10. Furnace Atomic Absorption Results

Duplicate injections were performed for all ftimace elements. All duplicate injections 
were within 20% RPD.

11. ICP Serial Dilution Results

The ICP Serial Dilutions for iron and manganese exceeded the 10% control limit on all 
samples. The results for these elements are qualified as estimated (J) due to matrix 
interference.

12. Post Digestion Spikes

The following furnace post digestion spikes exceeded the 85-115% control limit:

GW-MW-32 6.0-8.0 ft Thallium, total 55 % R
GW-MW-32 8.8-9.3 ft Thallium, total 47 % R

Selenium, total 77 % R
GW-MW-33 6.0-7.0 ft Thallium, total 49 % R

Selenium, total 70 % R
Arsenic, total 78 % R

GW-MW-33 9.0-9.5 ft Thallium, total 55 %R
GW-MW-34 6.0-8.0 ft Thalliiun, total 60 % R

Selem’um, total 70 % R
GW-MW-31 6.0-8.0 ft Thallium, total 70 % R

Selenium, total 80 % R
GW-MW-31 14-15 ft Thallium, total 83 % R

Selenium, total 84 % R
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13. Detection Limit Results

All methods exhibited appropriate sensitivity to achieve the required detection limits.

14. Sample Results

Raw data results were compared with the final report and all values were correctly 
reported. Based on professional judgment, the data can be used with the qualifications 
outlined in Table 1.
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Sample

Aluminum
Antimony
Arsenic
Barium
Cadmium
Chromium
Cobalt
Copper
Iron
Magnesium
Manganese
Nickel
Thallium
Selenium
Vanadium
Zinc
Cyanide

Table 1

Amphenol Franklin Curtis RFI 
Inorganic Data Validation 

April 4 & 5,1996 Soil Samples

MW-32 MW-32 MW-33 MW-33 MW-34 MW-34 MW-31 MW-31
6.0-8.0ft 8.8-9.3ft 6.0-7.0ft 9.0-9.5ft 6.0-8.0ft 17.0-17.5 ft 6.0-8.0ft 14.0-15.0 ft

1200 J
3.3 UJ

*
5.3 J 

0.22 BJ
3.2 J 

1.5 BJ
5.4 J 

3850 J
65000 J 

149 J 
2.9 BJ

0.24 UJ
*

5.7 J 
12.8 J 
1.3J

* Data point not qualified

amS4M.xls

4260 J
1.8 UJ

*
32.9 J 

0.19 UJ
6.5 J 
4.8 J

12.7 J 
11900J 
31600J

181 J 
18.5 J 

0.25 UJ 
0.31 UJ

10.9 J
31.7 J 
0.89 J

1610 J 
1.9 UJ 

0.52 BJ 
7.2 J 

0.20 J
3.5 J 

1.8 BJ
7.5 J 

3810 J
20800J 

119J 
4.9 J 

0.25 UJ 
0.32 UJ 

4.7 J 
18.5 J 

0.21 BJ

2410 J
2.8 BJ

*
21.6 J 

0.25 BJ
5.0 J
3.7 J
8.0 J 

7790 J
54800J 

191 J
5.7 J

0.24 UJ
*

8.0 J 
17.0 J 
1.5J

1600 J 
2.3 BJ

ir

11.4 J 
0.27 BJ 

4.1 J 
3.0 J 
9.9 J 

9910 J 
33200 J 

307 J 
10.7 J 

0.023 UJ 
0.29 UJ 

6.8 J 
34.6 J 
0.64 J

EARTH

4050 J
1.8 UJ

«
46.5 J 

0.31 BJ
7.3 J 
5.0 J

13.5 J 
10900J 
28700 J

264 J 
13.3 J

10.5 J
33.5 J 

1.3 J

TECH

1700 J
2.7 BJ 

*
15.1 J 

0.28 BJ
4.6 J
2.7 J 

15.6 J
10200J 
39200 J 

637 J 
10.3 J 

0.23 UJ 
0.29 UJ 

8.1 J
36.2 J 

0.33 BJ

3530 J
1.8 UJ 

•*
46.0 J 

0.19 UJ
6.4 J 
5.0 J

14.7 J 
10500J 
29500J

260 J
13.8 J 
0.3 BJ

0.31 UJ
9.4 J

34.0 J 
0.89 J
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Amphenol Franklin Curtis RFI 
Volatile Organics Data Validation 

April 4 «& 5,1996 Soil Samples

1. Introduction

This report summarizes the validation of 9 soil samples and one rinsate blank samples 
collected for the Amphenol Franklin Curtis RFI on April 4 & 5, 1996. The samples were 
analyzed by the Southwest Laboratory of Broken Arrow, OK for Volatile Organics. Data 
validation was performed according to the USEPA National Functional Guidelines for 
Organic Analyses (1994) and the Project QAPP..

2. Data Package Completeness and Accuracy

All forms and data necessary for validation were included in the data package.

3. Holding Times

All samples were analyzed within the two week hold time.

4. GC/MS Instrument Performance Check

BFB was analyzed at the required frequency. Mass spectra for BFB met the required ion 
abundances.

5. Initial Calibration

The following initial calibration standard RRFs were greater than 30% RSD:

Chloroethane 53.8% RSD
Methylene chloride 98.5% RSD
Acetone 95.6% RSD
2-Butanone 49.0% RSD
Bromoform 31.5% RSD
4-Methyl-2-pentanone 51.1% RSD
2-Hexanone 59.8% RSD
1,1,2,2-T etrachloroethane 41.9% RSD
2-Chloroethyl vinylether 35.8% RSD
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The exceeding of %RSD criteria for these compounds was caused by high RFs in the 5 
ppb standard. This deviation would not affect non-detectable samples as it indicates 
increased sensitivity at the low end of the curve. Only acetone and methylene chloride 
were detected in the RFI samples. All results for these compounds are considered 
estimated (J).

All other initial calibration compounds were less than 30% RSD. All RRFs were greater 
than 0.05.

6. Continuing Calibration Check

The compounds listed in Table 1 exceed 25% RSD in the continuing calibration 
standard. None of the * compounds were detected in the corresponding RFI samples. 
Compounds with positive % RSDs do not require qualification since there was sufficient 
instrument sensitivity to compensate for a lower response.

All RRFs were > 0.05 in the continuing calibration check standard.

Table 1
Continuing Calibration Standard Performance Deviations

Compound

Bromomethane* 
Methylene chloride 
Acetone 
2-Butanone*
Carbon tetrachloride*
4-Methyl-2-pentanone*
2-Hexanone*
Vinyl acetate*

% RSD

-56.0
54.5
43.6
38.7 
-25.6 
40.9 
46.0 
40.2

Acetone and methylene chloride were detected in the RFI samples. Results for these 
compounds are qualified as estimated (J).

7. Blanks

Instrument blanks contained methylene chloride at 4 ug/kg and 12 ug/kg. All samples 
containing methylene chloride at levels of 20 ug/kg (4/10/96) and 60 ug/kg (4/11/96) are 
qualified as estimated (JB) due to potential blank contamination. All other instrument 
blanks were acceptable.
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The equipment blank contained 760/730 ug/l of acetone. Results for this compound are 
qualified as estimated due to potential field contamination. All other rinsate blank 
compounds were not detected.

8. System Monitoring Compounds

All surrogate recoveries were within acceptable limits.

9. MS/MSD

Trichloroethylene in sample MW 31 6.0-8.0 ft. was recovered at 15% and 86% yielding 
an RPD of 129%. Results of trichloroethylene in this sample are considered estimated 
due to matrix problems (J). The %RPD for 1,1-Dichloroethylene was 33%. Results for 
this compound are considered estimated (J).

All other MS/MSD compounds were within 25% RPD and 75%-125% recovery.

10. LCS

The LCS samples were analyzed at the required frequency and were within acceptable 
limits.

11. Internal Standards

Internal standards were within acceptable limits for all samples.

12. Detection Limits

RFI detection limits were obtained on all samples.

13. Duplicate Analysis

Field duplicates were within acceptable limits for all compounds except acetone and 
methylene chloride. These compx)unds were detected in the blank and therefore, the 
results are estimated (JB).

EARTH
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14. Data Accuracy

All quanitations were performed correctly. Mass spectra indicated proper compound 
identification.

15. Overall Assessment of the Data

Based on professional judgment, this data set can be used with the qualification listed on 
Table 2.

E A R T
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Table 2

Amphenol Franklin Curtis RFI 
Volatile Organics Data Validation 

April 4 & 5,1996 Soil Samples

Sample Methylene
Chloride

Acetone Trichloroethylene 1,1-Dichloroethene

MW-31 6-8 ft 8 JB 20 JB 4 J 5 UJ
MW-31 6-8ftDup 9 JB 9JB 5 J 5UJ
MW-31 14-15 ft 21 JB 20 JB *
MW-32 6-8 ft 7 JB 6 JB *
MW-32 8.8-9.3 ft 10 JB 20 JB *
MW-33 6-7 ft 8 JB 12 JB *
MW-33 9-9.5 ft 12 JB 27 JB it

MW-34 6-8ft 7 JB 6 JB *
MW-34 17-17.5 ft 15 JB 37 JB *
Rinsate Blank * * • *

* Data point not qualified

ams4v.xls
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Amphenol Franklin Curtis RFI 
Inorganic Data Validation 

April 11,1996 Water Samples

1. Introduction

This report summarizes the validation of 6 water samples and one equipment blank 
collected for the Amphenol Franklin Curtis RFI. The samples were analyzed by the 
Southwest Laboratoiy of Broken Arrow, OK for metals, cyanide (total and amenable), 
TSS, TDS, hardness, and alkalinity. Data validation was performed according to the 
USEPA National Functional Guidelines for Inorganic Analysis (1994) and the Project 
QAPP.

2. Data Package Completeness

The data package was complete and legible. All analyses requested were completed by 
the laboratory.

3. Holding Times

All samples were analyzed within the required holding times.

4. Calibration Verification Results

All calibrations were acceptable. Im'tial calibration verifications (ICV) and continuing 
calibration verifications (CCV) were analyzed at the appropriate frequency and were 
within the 90%-l 10% control limit.

5. Field and Laboratory Blanks

The calibration blank for ICP contained 0.6 ug/1 of copper. All copper results for 
samples associated with this blank were qualified as estimated (JB) if they were less 
than 5X the reported blank concentration (3 ug/1). All other laboratory blanks contained 
no detectable contamination.

amw4m.doc
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The equipment blank contained the following concentrations of metals:

Total Barium 
Total Calcium 
Total Copper 
Total Nickel

2.7ug/l (13.5) 
199ug/l (995) 
2.3 ugA (11.5) 
2.9 ugA (14.5)

All results for these elements were qualified as estimated (JB) if less than 5X the 
reported blank concentration (5x limit). No other elements were detected in the 
equipment blank.

6. ICP laterference Check Sample Results

ICP interference check samples were analyzed at the required frequency and the results 
were within 20% of the true value.

7. Laboratory Control Sample Results

Laboratory control samples were analyzed at the required frequency and were within the 
80%-120% control limit.

8. Laboratory and Field Duplicate Results

All laboratory duplicates were not designated on the chain of custody. The laboratory 
did not perform a duplicate analysis. The field duplicate for total iron and aluminum in 
GW-34 exceeded 30% RPD. All total iron and aluminum results for are qualified as 
estimated (J) due to poor field precision. All other field duplicate results were less than 
30% RPD.

9. Matrix Spike Recovery Results

MS/MSD samples were not designated on the chain of custody. The laboratory did not 
perform a MSMSD analysis.

10. Furnace Atomic Absorption Results

Duplicate injections were performed for all furnace elements. All duplicate injections 
were within 20% RPD.
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11. ICP Serial Dilution Results 

The ICP Serial Dilutions were acceptable.

12. Post Digestion Spikes

The following furnace post digestion spikes exceeded the 85-115% control limit

GW-MW-31 Arsenic, total 83 % R
Thallium, total 75 % R

GW-MW-32 Lead, total 122 %R
Thallium, total 79 %R

GW-MW-33 Lead, total 117 %R
GW-MW-34 Thallium, total 65 %R

The results for the above samples are qualified as estimated (J) due to matrix 
interference.

13. Detection Limit Results

All methods exhibited appropriate sensitivity to achieve the required detection limits. 
Several samples required dilution to eliminate background interferences.

14. Sample Results

Raw data results were compared with the final report and all values were correctly 
reported. Based on professional judgment, the data can be used with the qualifications 
outlined in Table 1.

amw4m.doc
EARTH TECH

Formerly WW Engineering & Science



Table 1

Amphenol Franklin Curtis RFI 
Inorganic Data Validation 

April 11, 1996 Water Samples

Sample GW-MW-31 GW-MW-32 GW-MW-33 GW-MW-34 GW-MW-34D GW-EB

Aluminum 219 J 173 J 297 J 122 J 198 J *
Arsenic 1.6 UJ * * * *
Barium * * * * * 2.7 JB
Calcium * * * » * 199 JB
Copper * 0.61 JB 1.1 JB * 0.79 J 2.3 JB
Iron 391 J 343 J 514 J 329 J 536 •
Lead * 1.3 UJ 1.3 UJ • * *
Nickel 0.89 JB * 1.9 JB 1.0 JB 1.4 JB 2.9 JB
Thallium 0.9 UJ 0,9 UJ * 0.9 UJ 0.9 UJ *

• Data point not qualified

amw4M.xls
EARTH TECH

Formerly W'W Engineering & Science



Amphenol Franklin Curtis RFI 
Volatile Organics Data Validation 

April 11,1996 Water Samples

1. Introduction

This report summarizes the validation of 8 water samples and 1 equipment blank 
collected for the Amphenol Franklin Curtis RFI on April 11, 1996. The samples were 
analyzed by the Southwest Laboratory of Broken Arrow, OK for Volatile Organics. Data 
validation was performed according to the USEPA National Functional Guidelines for 
Organic Analyses (1994) and the Project QAPP..

2. Data Package Completeness and Accuracy

All forms and data necessary for validation were included in the data package.

3. Holding Times

All samples were analyzed within the two week hold time.

4. GC/MS Instrument Performance Check

BFB was analyzed at the required frequency. Mass spectra for BFB met the required ion 
abundances.

5. Initial Calibration

The following initial calibration standard RRFs were greater than 30% RSD:

Bromomethane
Chloroethane

42.9% RSD 
34.4% RSD

The exceeding of %RSD criteria for these compounds was caused by high RFs in the 5 
ppb standard. This deviation would not affect non-detectable samples as it indicates 
increased sensitivity at the low end of the curve.

All other initial calibration compounds were less than 30% RSD. All RRFs were greater 
than 0.05.

EARTH
amw496v.doc

TECH

Formerly >X'W Engineering & Science



I
6. Continuing Calibration Check

All continuing calibration compounds were less than 25% RPD.

All RRFs were > 0.05 in the continuing calibration check standard.

7. Blanks

All instrument blanks were acceptable.

The equipment blank contained 68 ug/1 of acetone. Results for this compound are 
qualified as estimated due to potential field contamination.

8. System Monitoring Compounds

All surrogate recoveries were within acceptable limits.

9. MS/MSD

Trichloroethylene and 1,1-Diehloroethylene in samples MW-31 MS/MSD and MW-34 
MS/MSD exceeded recovery and %RPD criteria. The results obtained are summarized 
below:

Sample

MW-31 MS 
MW-31 MSD 

RPD
MW-34 MS 
MW-34 MSD 

RPD

Trichloroethylene 1,1 -Dichloroethylene

80%
0%

200%
100%
78%
133%

84%
54%
34%
102%
133%
27%

These results indicate a laboratory problem related to the analysis of these samples. 
Results for these two compounds are considered estimated (J) for the above samples.

All other MS/MSD compounds were within 25% RPD and 75%-125% recovery.
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I
10. LCS

The LCS samples were analyzed at the required frequency and were within acceptable 
limits.

11. Internal Standards

Internal standards were within acceptable limits for all samples.

12. Detection Limits

RFI detection limits were obtained on all samples. Several samples contained high levels 
of halogenated volatile organics that exceeded linear range (MW-31, MW-34, and MW- 
12). The diluted results should be used for the RFI.

13. Duplicate Analysis

Field duplicates were within acceptable limits for all compounds.

14. Data Accuracy

All quanitations were performed correctly. Mass spectra indicated proper compound 
identification.

15. Overall Assessment of the Data

Based on professional judgment, this data set can be used with the qualification listed on 
Table 1.
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Sample

Table 1

Amphenol Franklin Curtis RFI 
Volatile Organics Data Validation 

April 11, 1996 Water Samples

Acetone Trichloroethylene 1,1-Dichloroethene

GW-MW-12 * • *
GW-MW-31 * 130 J 3J
GW-MW-32 * * •
GW-MW-33 * * *
GW-MW-34 * 120 J 5UJ
GW-MW-34D * 160 J 5UJ
GW-EB 68 J * *

• Data point not qualified
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Limit

n»t*
Analyzed

frep Kun
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Method
Relerence

SAMPLE NO. 
113763

SAMPLE DESCRIPTION 
EFF

DATE-TTMF. TAXF.N 
08/03/1995

ICP HBTALS - DISS lAQ) 
AiBCJile, Ulk«. (ICr)

Complete
<0.20 mj/t

Complete
«e.34

0I/0S/19S5
OS/OS/IPPS

oex
dMk

iA
AA S-COlO

Cadmium, dlaa. (ICP) <0.005 mg/L aO.OOS 08/09/199$ d&k 44 K-6010

aiavinluni, iUbB. (ICP) <0.010 •j/l <e.eio oa/09/i»»i M 44 fl.4010

Copp-ir. dlaa. (ICP) <0.030 m/L xO.020 08/09/199$ d4X 44 $-€010

Lead, dlaa. ucp) «0.080 •g/t «e.ees 00/09/199S dak 44 8-COlO

M.rr..ry, diaa (CVAA) <0.0005 wg/l cO.POPS 08/08/1995 sr£ fi S-3470

Mlc)eil. dlaa. UCr) <0.010 ■ug/L .0.010 oa/o9/i»>s d«X 44 O-COlO

7inr, d1«B. (TCP) <0.030 mg/L <0.030 08/09/1995 dale 44 S'6010
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Batch
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Aisenlc, dill. (IC») 41 9.0 S.31 304 0S/9S/)«<1«

I7>4nlim, (ICP) 44 5.0 s.n IOC 08/0S/1S7S

thronium, dill. (ICP) 44 5.0 s.ic 107 es/es/isss
dill. (ICPl 44 5.0 4.11 100 0S/0S/17SS

Msa, dill, (icr) 44 5.0 s.to 110 OI/OI/ISSS

dlM (rVWU c 0.015 O.OISI 101 OB/OS/1995

wickei, dill, ticp) 44 s.o S.S9 let os/o»/ie»s
line. dl««, (TCP) 44 s.o S.32 106 08/09/1995

VOlATlljli- B-621 (Ai3»
lennena fiS4 20. 1«. 90 08/04/1995

BroDotom 439 30. 17. 05 61/01/1995

Chlorcbeneene 153 20. 1>. 95 0S/D4/199S

Qilorotozni •99 30. 24. 100 00/01/1595

Chlo ren.« t Km* B5» 20. 22. 115 08/04/1995

1,1-DicnioToethene • 99 30. 17. • 5 66/01/199S

1. J-PlrKl nenpi-nfuin* 159 30. IS. 90 08/04/1995

Ethylbenzene •99 30. IS. 90 00/04/1995

Methylene chlorld* 959 20. 22. 110 08/04/1995

1,1,a,J-Tetrichloroethane 659 30. 11. 99 0S/04/199S

Toluene • 59 on. 14. 95 08/04/1995

Vinyl chloride Bb9 3V. 20. 100 Ce/04/1995
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6964 Hillsdale Ct. 
Indi:<n^pnlis. IH 46250
Tel: (317) 642-4261 
Fax: (317) 842-4286

QIIAT.ITY REPORT

Mr. Tim Bannister 
tMCON7205 Shadeland Station 
Suite 120
Indianapolis, IN 46256

NET Job Numberj 95.03158

Analyse

rrep
Batch
tio.

Araenlu. iUm. (ICP) 
Pailmlun. dies. (ICP) 
cnromlun, dlBS. (ICr> 
Copper, dlis. (ICP)
Uatl. dll*. (ICP)
I4ereury, dies (CVAA) 
KlcXel, aloe. (ICP) 
p.lTvr, <!(«». (ICP) 
vuLAtILE- E-634 (AQ) 
arrrtlB(r»
Acrylonitrile
Seniene
Bromodichioromeihane
ProAoform
Bromomethane
Carbon taCraehloclde
Chlorobenzene
Oiloroecbane
2-Chloroethyl vinyl ether
Chloroform
Chlorooiethane
Dibromochloromethano

1,2-Dlchlorobenzona 
1,1 Ple)tlorobenoeno
1.1- Dlchlerobeniene
1.1- Dlehlcroeehona
1.2- Bichloroethane
1,1 -Dlchlorcethnna 
tran*.1.2-Dlchloroethene 
ulB*l,}-Blchloroechen«
).2-Dlchloropropane
cla -i,J-Blchloropropene 
trana-1.3-Dlchloroprcpene 
Echylbenzen*

08/10/1995

Batch Blank Keporun? Liate
ti*. Valv* Pl*9 LMe XnalyaBd

a «e.30 <0.00 fi«/f>4/144S
U <0.005 ®g7b <u.oo» oe/os/i»»5
4« <a.eio mj/t <0.010 nt/n«/i»44

44 <0.020 rtig/L CU.iUU 08/0J/1JJS

it «0.080 mg/L <0.0*0 n«/fts/i4»s

€ <o.ooos mg/L <u.uvu» oi/oa/iJS5

44 <e.eio mg/L <0.0X0 0»/0!l/l»»4

44 <0.020 ng/L <0.020 oB/op/ipy»

IS» <S0. ug/L <50. 08/04/lSS!.
$Z9 <50. vg/t <(0. ol7ea/l)9E

B59 <5.0 «g/L <5.0 0I/04/19J5

<s.o ug/L <9.0 e«/01/199S

• S9 <5.0 ue/1. <5.0 0I/04/1J55
a»9 <9.0 ug/h <5.0 SO/04/199S
RS9 <5.0 ue/L <5.0 08/04/1995

05S <9.0 ug/L <9.0 ee/04/1595
<10. vg/L <10. 08/04/199S
ho vg/b MD 04/»4/l>9S

»S9 <4. a ug/L <5.0 08/04/1995
CXU. ug/l. clO. 06/04/1995

ti9 <5.0 iig/L <5.0 08/04/1995
9b9 co.u (ig/b <5.0 05/04/1995

• S9 <4,0 ug/L <5.0 08/04/1995

0.0 ug/li cS.O 05/04/1995
9S9 <5.0 »g/L <5.0 01/04/1995

159 <5.0 ug/L <5.0 0I/04/199S

9(9 <t.C \<g/t <4.0 OA/04/1995

659 <5.0 ug/ii C9.U 08/04/1995

• S9 <s.o ug/L <4 0 n«/04/144S

659 <5.0 ug/b <9.0 08/04/19*5
IS9 d-s.e »g/t. <4.0 08/04/1995

159 <5.0 ug/L <5.0 0./04/1995
IS9 <s.o i>g/T. <5.0 01/04/1995

■t

4
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L TESTING, INC.

Indianapolis Uivieion 
6964 Hillsdale Cl.
Inctljinsprillt. IN 46250

Tel: 1317) 642-42B1 
Fax: (317) 842-4286

An-xlyk*

MAI

Mr. Tim Bannioter 
EMCON7205 Chadcland Station 
Suite 12U
Indianapolis, IN 4S25S 

NET Job Numbert 95.03158

Prep
BaLuU
Ho.

Lie ATE

OQ/lO/1995

Ariienle. ai«s. UC1>I
Ovromlum, dl>f. (ICP)
Co-j>per, UdP)
L.xd, dl». (ICPI 
Mercury, ana (CvaaI 
Hiek*!. dial. (ICP) 
Zinc, diaa. IICVI

Run Cone. Cone. RS Cone. nbp
Ratch aplke Cainple Hfl % KSD 4 rvar#

Ho. Added Unlta Reoult Result R«c. Result Rec. RPD Flag Analyxed

44 1.0 iiV/L ^0.30 1.03 103 0.971 97 4.6 o«/o;/r»»s

44 1.0 ng/L <0.010 0.R07 51 0.B51 69 1.6 OS/OS/1J55

44 1.0 ■ny/li 0.03 0.903 00 0.0C7 ■ 5 4 Oa/09/lP9t

44 1.0 mil 0.11 0.941 fii 0.936 12 2.4 08/0S/1555

6 0.019 »s/i. <0.0005 0.0153 101 0.0140 99 6.1 et/oa/i9S5

44 1.0 aig/L 0.01 0.515 S5 0.667 66 1.2 OB/OJ/1S95

44 1.0 «g/t, 0.07 0.9C7 50 0.943 67 3.7 08/09/19SI
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|«TESTING, INC.

CHAIN OF CUSTODY RECORD
ADDRESS------ ------- . ----------------
PHONE.____ -=AX

PROJECT 'JAME/LODATION

REP-DRT TO.

INVOICE 10.________

P.O.NO. ----------------------------------------

PROJECT NUMBER _ 
PROJECT M.AMAGER

NETQUO-E NC.

Tc aisstut ir s?t«c8na fta piote/mgiholAtlALYSES
SAMPLED BY

It iMi »oA l»'«9 nntuMd torrsfluKkr/ 
coxifllanca nolAorin^?

It ihi* trort brtrg oordudKl o( i»«ui«ciy 
ti^ofottonl tciion?

NPOC: WutamlM
OlirUrfVMti ____

WMdiitgdailcnttpily: nCRA

SAMPIE lOOeSCftPTCNTME COMMENTS

•f^lP

IDT. jy/J^TY.^
TSiilPERATURE UPON 
Bottifts sj|:pleJ by NET/

COC SEALS PHESHNTANO INTACn. 
VOLATUES FREE OF HEADSPACE^COMOmON OF SAVIPUE: BOTT.ES INTAQT

FIE1.D HLTERED^

SAMPLE REMAI^DeR DISPOSAL RETURN SAMPLE REMAINDER TO CUEMT VIA DATE

METHOD OF SHIPMENT

D
3
«T
•3
0

O
0
3
3

Id
O
IX
K)

M
<9
(0
Id
■J

O
(T>
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NET
NATIONAL 
ENVIRONMENTAL 

I® TESTING, INC.

tiiUto'icpulid Division
o«4 Hiiisaaie Ci. 
lodianapots. IN 4625U
Tel: (317) ©42-4261 
Fax: (317) B42-4266

►Ip. ti» au>nlat«r 
JMCOK
730S $hid«luvl Stktlon 
Suite 120
indlwepolle, IM 4C2SI

fenyle Peeotlptlon. tjn.US»T
Jcb Dcjcriptlan: XMPIIESOL - TO2«11K

ANALYTICAL REPORT
00/07/19S5

■ Ha.i 111797
Job Wo. t 99.OIK* 
P.O. HO. !

\

Ms 9 n'; 1
-------JU'

pMg* 1

Date TaXen: 08/04/X99b Date Received I u»/04/i»5

Cyanide - Prep 

Cyanidr, Total

PaQuite

Conpleta

<O.OOS

Analyac/ 
ruy r,f InaWal*

Method
Wnnhar

d*R / 0l/0-»/l??5 

vg/L ddm / 0$/07/199i B-m.3

Project Menace

Method
_PQL_

cO.OOt

v:-/;
■■V':



NATIONAL 
ENVIRONMENTAL 

IbTESTING, INC.
CHAIN OF CUSTODY RECORD
ADDRESS • 1/^ /"ZO
PHOMF PAy y ‘^-'’̂ Ayy

PROJECT NAMEiOCATlCN A/£><L ,

PROJECT NUMBER _
PROJECT MANAG'R.

/3A7^'r.<S7i^

jLAr^.
£>C?r2

REPORT TO:.

IVWOICE TOf

P.O.NO. ____________________

NETQOO-ENO.

ANALYSES To assist us in saled nq Ihe popar method

•j till «ort. b«ir»3 oontj;t«d br -v^uhtoy
ootipiano* rrorltoing? 'tlM No

• tib wxl b«irig coaSj:t«d br 'opulitov
Miorwmo^ acloiy? y<M Mo

APhicB f«9i<efom aptY: M>C*ES WulaMuor
«K- nMujVimmf
nihM m»m1

1
(PFINT NAME! ^ STOMiCnjRE —^

(PFINTNAUEI SJGNXnjRC ......... ....... ................
ff Md iyp» c/ Coilaintn

(MTE TIM£ S/MPLEHl/OESCFlIPrOH .
\

G
RA

B

!

1 5 i f i
a

i 1

COMMENTS

X. '' ■ 1 X
1

, !

! ----------------------------------- /iJ-^aA-JL-------

FIELD FILTERED? VOLATILES FREE OF HEADSPACE? ^lES > MO'' Sollies supplied by MET?.
RECEIPT:

SAMPLE REMAINDER OISPOSAU FETURN SAMPLE REMAINDER TO CLIENT VA .
I REQUEST WETTO DISPOSE OF ALL SAMPLE REMAINDERS CATE

RELNOUSHEDEY DATE

Kdfh-
TWE FFr^wm nv otiL: TMC

jb:o^—--------------------

NETHOOOF SHIPMENT RBIIARKS: * ' ' 1/

P- l-ORGMAL V^fTE PT2. «ErPROJ3CriMN*<5IB-''ClXOV» PI 3-CUSTOMER CO»V • PI^K

D
3
3
y
•3
0

0 
0
1
1

w0
kJ
(Ts
01 
to 
to
K)
•g

Q
to
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NET NATIONAL 
ENVIRONMENTAL 

h TESTING, INC.

IndlanSDoliR Division 
6964 H-iltdsie Cl. 
Indlanopolio, IN 46260
T«l: (.117) S4J-4261 
Pa*: (317) 842-4286

ANALYTICAL REPORT
Mr. Angelo J. DaLillo 
EMCON
COOG Keyetone Ciosbiiiq 
Suihft
Indianapolis, IN 46240

12/20/1995
NET Job Number: 95.05847

Enclosed arra che Analytical Kesul.ts tor hhft . follow.ing. samples 
submitted to NET, Inc. Indianapolis Division for analysis:

Project Description: AMFHENOL/FRANKLIN, TN

Sample
Nuiriber

126752
Sample Description 

EFFLUENT

Date
Taken Date

Received
12/13/1995 12/13/1995

Sample analysis in support of the project referenced above has been
COmniA.n ann ■roaii 1 he __j ...completed and results are precented on the following payes. Please 
refer to the enclosed "Key to Abbreviations" for definition ofterms. .*?houid you have questionc regarding procedures or results 
please do not hesitate to call. NET has been pieaRed to provide 
these analytical services for you.

Approved Dy;

Project Manager




